[Problems in the measurement of human body temperature].
The problems arising in the measurement of human body temperature are discussed. The results of the experimental research are described. The effect of the initial sensor temperature on the results of measurement is explained. It is shown that the thermal or cold irritation of skin when brought in contact with the sensor also has an effect on the measurement results. Recommendations for optimizing the temperature sensor size are given.